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Abstract--Each of the nine cameras which compose the Multi-angle Imaging SpectroRarliometer (MISR)  has been

rigorously tested, characterized, and calibrated. Requirement on these tests include a 3 % (10) radiometric calibration

requirement, spectral response function determination of both the in- and out-of-band regions, and distortion mapping. The

latter determines the relative focal plane pixel look-angle to the ground, to within one-tenth of the pixel instantaneous tleld-

of-view. Most of the performance testing was done on the cameras as they completed assembly. This was done in order to

take advantage of the serial delivery of the hardware, to minimize the required size of the thermal-vacuum facilities, and to

allow testing to occur early in the schedule allocated for the hardware build. This proved to be an effective strategy, as each

of the test objectives was met. Additional testing as an integrated instrument included verification of the data packetization,

camera pointing, and clearances of the fields-of-view. Results of these studies have shown that the MISR cameras are of high

quality, and will meet the needs of the MISR science community. Highly accurate calibration data are on-hand, and

available for conversion of camera output to radiances.

I. INTROIXJCTTION

The MISR instrument has been designed and built by the Jet Propulsion Laboratory (JPL), to be launched in 1998 as one of five

instruments on the first Earth Observing System platform (E1OS-AM). Details of the instrument design and scientific objectives are

given elsewhere in this EOS special issue ([12], [13],  [ 14], [15], [17], [20], and [21]). The instrument consists of nine cameras, each

with a unique view angle to Earth. Each carncra makes use of four charge-coupled device (CCD) line arrays, filtered to spectral

bands which are measured to be 446,558.672, and 866 nm (as dctcrmincd from a solar weighted, in-band moments analysis). These

are termed respectively Bands 1-4, or Blue, Green,  Red and Near-inframd (NIR). There exist 1504 active elements pcr line, as well

as samples called “overclock  pixels”. These Iattcr signal-chain samples arc crwatcd by sampling the CCD ou[put after each of the

active pixel wells has been clocked oLlt. Knowlccige  of this offscl is essential, as it is the basrlinc upon which the light-sensitive

signal sits. Although this baseline  is dynamic, having a time constant of about 25 line samples, it is easily dc[crmirwd for each line

of’ data.
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Planning for the calibration and charactcriz.ation  of the instrument evolved in parallel with the instrument design itself. Peer

support was providccl  through semi-annual meetings of the EOS calibration working group, consisting crl rcprcscntativcs from

the instrument clcvcloprncnt tcarns, universities, and the national standards laboratory. Peer reviews of each c)f the proposed

instrument test programs were held. Equally important were the round-robin cxpcrirncnts.  One cxpcrimcnt of this nature

involved transporting several traveling radiometer standards, maintained by a variety of institutions, to the JPL calibration

laboratory [8]. These standards were used along side the MISR standards, to verify the radiometric scale dcf’rncd by MISR. A

second round-robin experiment circulated diffuse-reflectance targets among EOS-affiliated institutions. These were measured

for hi-directional reflectance factor (BRF), and a comparison of results was made [ 1]. Validation of these measurements are

important, in that they are used for the on-orbit calibration of MISR using both the On-Board Calibrator and vicarious calibration

[23] methodologies.

One of the first activities of the calibration working group was to determine common nomenclature and terminologies (9].

As defined by this committee, calibration came to be known as an activity which produces a data set which describes some

instrument property, and whose data are to bc used by the standard product processing algorithms. Tbcse standard products

include the radiance product (termed the Level 1 product), and the retrieved geophysical parameter products (Level 2 products).

Characterization is the acquisition of all other quanti[ativc values, used to dcscribc some aspect of instrument performance, but

not needed for standard product generation. Verification is the clctcrmination  of a pass or fail condition to a design specification.

Finally, validation is the process of certifying the accuracy of a retrieved geophysical parameter, through an indcpcndcnt

rncasurernent,

During the MISR construction process, data were collcctcd both from the individual carncras  (operated independently of the

other MISR subsystems), and as an assembled instrument. As a carncra  includes the Icns, filter, detector, and analog-to-digital

electronics, this hardware uniquely determines the sensitivity to an incoming photon for those data channels. The instrument

systcm, convcrscly, is responsible for pixel averaging, digital number compression via square-root encoding, and data

packctiz.ation. These data manipulations do not alter the results of the ca[itrration process.

The calibration and charactcriz,ation  of MISR occurred at the camera level of assembly. This was done in order to take

advantage of the serial delivery of the hmdwarc,  to minirnizc  [hc required size of the thcrtl~al-~’:~clluill facilities (as the hardware

unit to bc tested was smaller), and to allow testing to occur  early in the schedule all{lca!cd for [he hardwilrc build. In nlakin:  usc

of’ thcw da[a the MISR calibration team must keep track [~ fdit’fcrcnccs  in ou(pu[  pixel order bctwwcn  the [WO tcs[ contlgur:iti<lns.



As the output pixel order for camera data is the CCD clocking order, this differs from the pixel ordering defined for the on-orbit

data products. The latter arc archived in a West to East sampling order. It is noted that not all cameras have the same orientation

onto (hc MISR optical bench. Specifically, carncra data acquired from the nadir and aft carncras  arc rcvcrscd  in pixel order prior

to archiving.

The key calibration activities conducted prelaunch, in support of MISR, arc discussed in the sections to follow. The MISR

calibration data are delivered to the standard processing center in the form of an Hierarchical Data Format (HDF)  file. This data

file is called the Ancillary Radiornetric  Product (ARP),  and is described in [25]. Other references which provide additional

information on the MISR calibration program arc given in [5]-[7], [ 10], [ 16], and [ 19].

11. RA[)IOMETRIC  CAIJBRATION

A. lntegru[iotl  time selection

Although the integration times for each MISR channel are individually selectable, these camera prameters have been

established during preflight testing. This is required in that radiometric response is a function of integration time. The integration

time is set such that the signal-to-noise ratio (SNR) specifications are just met at the edge-of-field, where the systcm

transmittance is smallest. This allows the greatest margin between detector saturation and scene racliance.  On-orbit integration

times will only be changed if severe degradation is observed. The radiometric calibration will be re-established from on-orbit

proceclures, should this occur.

B. Response determination

During radiometric calibration the relationship between an incident radiance field and camera digital output is established,

The illumination is achieved using an “ideal” target that emits or reflects unpolarized light, is spatially and angularly uniform,

and lacks spectral features such as absorption Iincs.  For preflight calibration, MISR made usc of a Iargc integrating sphere to

provide this source. Through regression of the sphere cxitancc against the carncra  output the radiomctric gain coefficients arc

dctcrrnincd.  and the instrument is thereby radiornetrically calibrated.

The sphere output is placed on a radiomctric scale  by mcasurcrtlcnts  Inadc  with  dctcc[or  stnndards.  (M[SR  is Unique  among

the EOS-AM instruments, in that the radionwtric  scale is de[crnlirwd preflight and on-orbit using dc[cctor  standards. ) In order

to achicvc the highest racliomctric accuracy. two types of detector standards arc used. A QED-200 (made of’ l-Jni[cd Dc(cctor



Technology inversion layer diodes) is used to measure sphere output for the blrrc and green MISR spectral bands, Bands 1 and

2; and a QED- 150 (made of Hamamatsu  p-on-n photodiodcs) is used for the red and near-infrared cbanncls, Bands 3 and 4. Each

detector is nearly 1 (KMo in internal quantum efficiency, for the wavelength regions at which they are operated. Each is made of

three silicon photodiodcs, mounted in a light-trap configuration so as to collect the light reflected at each air/ detector interface.

These standards are used with filters of the same spectral bandpass  design as the flight cameras, and with a known field-of-view,

established by usc of a precision aperture tube. Traceability to Syst&nlc International (S1) units is established through the

measurement protocols of current, aperhrrcs,  and aperture distances. JPL maintains working standards of voltage, resistance, and

length which are traceable to the National Institute of Standards and Technology (NIST) or other international standards that arc

recognized by NIST.  The filter transmittance for the standards are measured by a dual-beam spectrorncter, also requiring

certification. The quantum efficiency and reflectance losses of the standards are assumed to be unity and zero respectively, pcr

design of the trap devices.

As these standards are photoconductive devices, they produce a current in response to incident photons. This relationship

can be expressed by;

iA=RL‘id’ q NL . (1)

Here RL‘iode is the photodiodc  spectral response function, and is determined as the product of the detector quantum efficiency,

filter transmittance, and front surface reflections. Other parameters are q, the electron charge, and NA, the photon rate. Next

utilized is the energy pcr photon expression, EA=hc/ Z, with h being Planck’s constant and c the speed of light. The photon rate

is found as the ratio of incident flux, @*, to photon energy, where OA = LkAQ I.l the incident spectral radiance (identical for the

diode and camera), and Afi the photodiodc  dtcnduc (area times field-of-view product). From these it is determined that the

spectral radiance measured by the photodiode is

-1
Lb = i 1.2395 W pm Amps

1~ (2)

Ail j NkRLd’%tk

0?

The subscript b is usml to denote the wavclcng[h  at which this spectral radiance is reported, It is the photodioclc  center

wavc]cngth,  as determined by a moments analysis of the ditxlc spectral response function. Since [here arc Iour laboratory

standard configurations, orw corresponding to each of the four  MISR ban~fs.  there arc thus four  nlcasures of each canwr:i-
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incident radiance, Lb. The denominator in Eqrr. 2 contains the m)rmalizcd  source spectral  output distribution, N~=p~/pb.  For

preflight calibration wc estimate PL from the Plarrck blackbocty  func[ion at the bulb color temperature of 3100 K, Pb is

determined by evaluation of this function at wavclcng[h  b. l’hc limits of integration arc those of the photodiodc  response.

In the above, the derived spectral radiance, Lb, is a property only of the incident field, independent of the photodiodc

response profile. The radiance desired for the calibration analysis is, however, the incident radiance weighted by the camera

response profile, Sk. We obtain these by again assuming a model for the relative spectral shape of the input. That is, the product

LbNk provides an estimate of the camera-incident spectral radiance:

(3)
~s’d = [VW _ ~L@’kSLXdk

JS+m- -  Jskkdk

That is, in combining Eqns. 2 and 3 wc have rncasurcd  the sphere radiance with the photodiodc  standards, then made a slight

correction for the differences in the photodiodc  to camera spectral response profile differences. Note, our convention is to use

script notation to denote a variable that is band-weighted, such as fitd, and therefore dependent on the camera properties. Plain

characters are used to denote a parameter reported at one specific wavelength, such as the sphere spectral output, LA or L,b. The

standardized spectral response profile, S1, used in this equation, is known at both  in- and out-of-band wavelengths. As discussed

in the next section, it is created from an average over all the measured values RL.

Figure I depicts the radiomctric calibration set-up. The aperture of the integrating sphere is sized and positioned to overfill

the field-of-view of each camera. This simulates the Earth-view geometry and allows inclusion of stray and scattered light

sources. The sphere is 1.6 m (65”) in diameter, has a 76x23 cm (30x9”) exit port, and a 30 cm ( 12”) external sphere with variable

aperture. It is sequenced through a nurnbcr of lamp-on settings, allowing digital data to be collected at twelve radiomctric  Ievcls,

evenly spaced within the dynamic range of each spectral channel. Operationally, the sphere is initially turned on to its maximum

intensity setting, and allowed to warm up for 20 minutes. After data acquisition at this level, [he remaining output levels arc

achieved more quickly in that all bulb transitions arc from on to c)ff.  This full-on to lowest outpu[ level cycle is repeated three

times, to guarantee the needed data arc acquired, and m n consistency check. The sphere is calibrated, using the stand~rds, at

each of its preprogrammed output levels. This is done prior to each camera calibration, The standards view [he sphere through

the vncuurn chamber window, as this is [he viewing configurati~m of the cameras cfuring calibration.



The data which arc used to dcducc  the gain coefficients arc those collcctcd with the camera operating in its nominal

tcrnpcra(urc  and intcgratiorr time configuration: the CCD is stabilized to -5° C, the optical bench at 5° C, and the camera

electronics at 10° C. Data have additionally been collcctccl at the optical bench and camera electronics tcrnpcraturc  extremes.

The radiometric calibration has been shown to bc insensitive to these conditions, as was cxpcctcd. Additionally, data were

acquired at integration times which were set to half of the on-orbit values. Tlesc were used to verify the response with

integration time model for the cameras.

With these data, the coefficients in the calibration equation can bc determined for each pixel of each spectral band. This is

done, for MISR, using a quadratic calibration equation. This functional form has been shown to produce lower residuals,

significant at the lower end of the detector’s response range. The relationship used, in both calibration and I.cvcl 1 radiance

retrieval. is:

G@s L~)2+Gl~s(d+G0  = DN-DNO (4)

where

● ~std is the incident radiance, weighted by Sk, the band-spccitic standardized response profile [W M-2 sr-2 ym”l],

● DN is the camera digital nurnbcr,

● (32, Gl, and Go arc best fit parameters to (he measured radiative transfer curve, and

● DNO is the video offset voltage, unique for each line of data, and measured by the ovctclock pixels for that line.

It has been dctcm~incd that, for the MISR cameras, the CCD response is ncady linear, and the coefficients Go and G2 are

small (GO typically ranges from -5 to 10 I)N; G2 is typically 0.001 DN/ (W m-2 sr”2 IIM-1)2). Inclusion of these terms improves

the radiance retrieval at the lowest cnd of the detector transfer curve. The camera response, therefore, is to first order  is provided

by the G, coefficient. A convenient way to surnmariz.c  this Iargc number of ccwflicicnts  is by using the gain responses (Gl )

averaged over all pixels in each channel, as shown in Table 1.

The response variation across the arrays can bc dcpictcd by the saturation timi[s, given in Figure 2. (The data in Figure 2 arc

in camera pixel orclcr). These have been computed at five field points, shown by [hc symbols, and estimated by interpolation at

other tlcld locati~ms, Not shown arc the pixel-to-pixel dilfcrcnces, which vary by less [ban 1 % locally. (These pm pixel response

data bavc txxn published in [2]. ) The saturation limit is defined here as (Iw minimum scene equiv:~lcrrt  rc!lcctancc which
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satura[es a given detector clement, This limit is roughly inversely proportional to the Cl coefficient. ~:or all but some Band 4

channels at the wlgc-of-field, there is a large margin between an equivalent reflectance of unity, Pt.q= 1. and the saturation limit.

‘1’hc term “equivalent reflectance”, denoted peq, was introduced in the above, to indicate an illumination level. As all channels

arc spccifred  to have the same dynamic range, when reported in equivalent reflectance, and as this parameter has a more intuitive

relationship to scene brightness, it is a useful description, The equivalent reflectance is defined as:

P rq  = (rt LA)/Eo* (5)

where & is the band-weighted spectral radiance incident at the camera while observing a given target, and &a is the band-

weighted exo-atrnospheric  solar it-radiance at wavelength L. Throughout this paper the usage of the term equivalent reflectance

is used to refer to a specific incident radiance value.

A. Radiometric  uncertainties

The uncertainties in the radiornetric  calibration are given in a companion paper [4]. The absolute radiometric uncertainty is

dependent on the accuracy of the laboratory standards, which is estimated to be 0.8%. The uncertainty in filter transmittance is

the largest component error, at ().s~..  The relative camera-to-camera uncertainty is lirnitcd  by the temporal stability of the

integrating sphere from time of sphere calibration to camera calibration. The sphere is known to be stable to better than 0.3%

after the first hour of warm-up, and returns to the same output level to within 1 % following bulb sequencing. The complete error

analysis has demonstrated that MISR has met its radiomctric calibration requirements for the preflight phase of the program. A

single exception is the camera-camera relative uncertainty at full-scale. (This calibration will be improved on-orbit, as the

instrument simultaneously views common targets, such as the diffuse panel s.) For full-scale illumination at a lrs confidence

level, these requirements include an uncertainty in the absolute calibration to within 370, an uncertainty in camera-relative and

band-relative calibrations to within 1%,, and an uncertainty in pixel-relative calibration to within 0.5%.

Il. Rdiometric Mo(lel

MISR has maintairtcd  a radiometric rnodcl of the instrument Irt)nl the early design sragcs of [be ins[rumcnt.  The early model

was used [u develop the systcm and comptmcnt spccillcations.  such as detector quan[um cfficicncy, Iiltcr [ransrnittance,  and

optical lens proper-tics. It has been used to develop a stray-light n~(dcl of the instrument, which Wm in turn used to interpret
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measured  results. Currently the modct is used to predict on-orbit pcrformartcc.  That is, the instrument model has been updated

with preflight radiomctric and spectral calibration results, then used to predict saturation limits and SNR for the solar-illuminated

scenes to be measured during [he mission.

With the radiometric model, the response of the MISR line arrays is given as a function of the integration time, t, and analog-

to-digital conversion factor, g [DN/  electron]. That is,

11(M3
model _  AQtg

G] -—
hc J

Rkkm , (6)
365

where the camera response function, Rk, includes the detector quantum efficiency, and any optical transmittance terms,

including the filter and lens. The lower wavelength cut-off of 365 nrn is due to the lens/ optical element cut-off response. The

upper limit, 1100 nm, is attributed to the dc[ector  cut-off, and is established from the band-gap of silicon.

One application of the radiometric model, to combine the in-band and out-of-band spectral response profiles, is detailed here.

Prior to the spectral calibration of a camera, a combined radiornctric and spectral model for that camera is prepared. This model

cornbincs  component spectral measurements, scaled to absolute transmittance by the system-]evcl  radiomctric calibration. It

therefore is an estimate of the measured spectral response profile of each channel, but is provided on an absolute transmittance

scale. These models are then used to adjust the measured spectral data to an absolute scale. It is these scaled spectral data which

are reported to the ARP, as they represent our best estimate of the spectral response profile for each channel,

The lower wavelength cut-off of the model (365 nrn) has been determined using the Code V lcrrs design program. This code

contains the MISR lens model, and includes a data base giving spectral transmittance of the lens and anti-reflection coatings.

This model has been verified by comparing the predicted transmittances to measured test pieces, for the entire 365 to 1100 nm

spectral range. The upper cut-off of the cameras (1 100 nm) is provided by the band-gap of the silicon detectors, This mode]

predicts a cut-off of 1107 nm at 25° C. In fact, the extrapolated measured transmittarscc predicts that the spectral response goes

to 10-6 at 1050 nm.

The following are used as input to construct the complctc rnodcl:

. Icns dattr tile: contains lens transmittance including the detector window and projected solid angle as a func[ion  of

wavelength and relative field positions 0.0, 0.25, 0.5, 0.75, and 1.0. Symnw[ry in [hc cr~)sstrack field is assumuf,



and data arc assumed to bc uniform in the much narrower downtrack  field. These data arc based on the CODE V

model.

. focal Plane data file: contains spectral quantum efficiency of the filtered detector used in the current camera

produced from Sensor Test Set measurements (data is for each channel and is assumed to bc constant across

pixels). Measurement range is 350-1000 nm. Linear extrapolation is used for wavelengths outside this range.

. &field file for each channel: contains offset subtracted data numbers averaged cwcr 100-pixel blocks that map

to the relative field positions 0.0, +0.25, +0.5, +0.75,  and + 1.0; and [he applicable offset for each channel. This is

the measured response of the camera to the integrating sphere.

. detector gains (electrons/DN): for each channel, as measured by the camera light transfer test.

. ~ration timc~  used for each channel at which the flat-field data files were acquired.

● &nce of the sphere: output for each channel corresponding to the flat-field files.

With these inputs, a predicted signal in DN corresponding a uniform incident field to the flat-field files is derived, based on

the unmodified model parameters and input conditions. The integrating sphere is modeled as a 3100 K blackbody,  and the

blackbody  curve is scaled so that the radiance at the band-center wavelength matches the calibrated sphere radiance for the

channel and flat-field file. Next, a comparison is made to the actual measured signal in the flat-field  files. A scale factor is

determined as the ratio of measured to predicted signal. The model response is then adjusted by the sczdc factor to arrive at the

adjusted spectral response model. A separate scale factor is computed at each of the nine field positions for a given channel.

‘1’hc scale factor is assumed to be spectrally flat for the channel and field position to which it is applied.

C. Sigtml-to-noise rcitio

Another important system characterization is that of signal-to-noise ratio (SNR).  This is done for each pixel and as a

function of illumination Icvcl using data acquired for radiome[ric  calibration analysis. During preflight testing, there were 64

repetitions of data, N, taken at each illumination Icvcl. Following this time series of data acquisitions, the SNR is computed as

the average of the offset subtracted DN values, to their standard deviation:

b-N = ~ ~ (DN, - [)N, ) )
1=1, N

(7)
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SNKn’c’” = q J & : : ; ; - - - )
[(DN, -DNO)-~N]2 (8)

As MISR has defined signal to be that attributed due to an in-band response, this measured SNR needs to bc multiplied by the

ratio of the in-band to total-band signal. This ratio is near unity, and nc) correction was made for the purpose of providing the

preflight specification verifications. (Subsequent rcportings of measured SNR, using data acquired on-orbit, will include this

adjustment.) Following data acquisition and analysis, all cameras were verified to pass their SNR performance spccificaticms

by a large margin. The measured SNR was found to be 986 on-average, for full-scale illumination,

requirement of 700. The cameras have excellent SNR properties, and arc photon-noise limited for signals

equivalent reflectance [4].

far cxcccding  the

greater than 1 % in

In addition to this measure of SNR, the radiometric model is used to predict on-orbit SNR. Onc would not necessarily expect

these results to be the same, as the source spectra in the laboratory (tun.gstcn  bulbs) differ from the on-orbit calibration source

(a diffuse panel which is solar illuminated). For the model first the in-band signal is computed:

Sigi. -band  =
I.1

AClt
–-J ‘nub’”dldA%kPeq%hc (9)

O ?65

The noise is computed as the root-sum-square of the photon noise, quantization noise, and other electronic noise. The photon

noise, in turn, is computed as a function of the total signal plus a contribution due to dark current, i&r~,

INp = Jiota’-b’nd + id,,kt (10)

whereas the quantization noise, for this case of a 14-bit linear digitalization and 12-bit square-root encoding, is given by:

and the electronic noise is estimated to bc g times 55 electrons.

Combining all this information, wc have

(12)
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[;rom this mode] wc bclicvc that the SNR specifications will bc met on-orbit for all averaging configurations spccificd  for the

instrument,

IV. SPECTRAL CALIBRATION

As was mentioned in the above section, the measured spectral response profiles arc used to derive band-standardized

response profiles. It is these average profiles that arc used to dctcrminc the radiomctric response of the instrument, and used by

the science community to dcscribc the instrument spectral response. Analysis of the standardized spectral response functions

can lead to descriptor parameters for the instrurncnt.  These arc a mathematical convenience, useful in defining specifications,

in comparing pixel-to-pixel or camera-to-camera response diffcrenccs, or in assigning a wavelength at which a geophysical

parameter (e.g., surface reflectance, c}r atmospheric transmittance) is reported.

In computing the ccntcr wavelength and bandwidth of the spectral response functions, the moments analysis is used. This

approach often provides the most accurate approximation to the more exact integral [22]. Wc additionally make the

assumptions that many scenes will have the same relative spectral distribution as the solar irradiation which illtrminatcs  thcm.

In our moments analysis, therefore, wc weight the camera standardized response function by the cxo-atmospheric solar

irradiance.  The as-built MISR wavelengths that arc quoted arc those descriptive of the in-band response region, weighted by

the solar spectrum:

A std, in-band
m, solar  =

(J )(J
EOkSkLdl. / EOLSkdA

)
in-band In-band

AA std. in-h.md .m, sol;ir 2.J50. (13)

The exo-atmospheric solar irradiancc,  Eok, model used by MISR is onc rccommcndcd by the Earth Observing System

(EOS) calibration panel. Although the data arc published by the World Climate Rcsem-ch Progrttmme  [24], they arc included

for rcfcrencc  n the MISR ARP. Values arc reported at I astronomical unit (AU).

I’he Calibration reports  also provide a gaussian  rcprcscnta[ion  of tbc MISR in-band regions. This  is bccausc  the MISR fil[ers

were dcsigntxl to bc gattssiarr  in shape. allowing a p(llariza[ion insensitive camera design when used in conjunction with a Lyot
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clcpolarizer [8]. These gaussian parameters arc additionally rcportccl in the ARP, and arc thus availahlc to the scientific

community.

As was the case for the radiomctric calibration, spectral calibration of the MISR cameras was performed at the camera Icvel

(prior to assembly onto the instrument optical bench) under thermal vacuum conditions. Simply stated, the spectral response is

determined as the ratio of the camera output, DNL, as normalized by the relative spectral output distribution of an incident

source which is scanned through all wavelengths. A single grating monochromator is used as the source, with a xenon lamp

and adjustable exit slit. The exit aperture is fitted with an integrating sphere to improve spectral uniformity of the emitted light.

This modification to the original test configuration was crucial, in that only in doing so were the test results consistent and

independent of setup alignment. Another improvement allowed the 0.5 nm spectral accuracy requirement to be met. Originally

mercury lamps were used for the monochromator wavelength calibration. ‘I’his source is known to have emission lines

trrc)adencd by collisions. The improvement was in the utilization of low-pressure penlight discharge lamps containing Neon

(for the 530 to 648 nm region) or Argon (for the 694 to 864 nm region). The narrow emission lines from these sources are

known to within ~0, 1 nm uncertainty, and thus provide a reference standard of high accuracy.

During the experiment, the monochromator  output is first observed by the unfiltered laboratory standards. The standards

are known to have a uniform response to photons, independent of wavelength, and thus provide a spectral normalization

function to obtain the camera response to a spectrally neutral source. When illuminating a camera, the sphere exit aperture

simultaneously illuminates a camera “zone” of about 50 crosstrack pixels at all bands. A scan mirror between the

monochromator sphere and camera is used to deviate the output such that coverage is obtained for multiple camera zones,

sampling the tlcld-of-view. At each zone, the monochromator is scanned between 400 and 900 nm. Following this, the next

zone is illuminated and the monochromator scan repeated. Duc to the time required to obtain test data, only 3 equally spaced

zones are tested for both the in- and out-of-band response characterization (about 10% of the array). For an in-band scan, data

arc acquired at 2.6 nm spectral resolution and 0.5 nm sampling; for the out-of-band scan the resolution is 19.6 nm and sampling

is every 10 nm.

As both in- and out-of-band runs arc used to characterize the cameras, these must bc combined into onc prolilc. I“hc in-band

runs have [hc acivantagc of high spectral resolution, nccdcd to eva[ua[c  an cft’ccti~’c  band ccntcr and width. However, during

[hcse in-hand runs, there is insufficient response to charautcri/c  the out-of-band region. F:or [hc out-of-hand scans, [he

tllc)nt)cllr~~[ll:i[(~r  cxi[ slit is opened, allowing greater illuminati(m,  as nccdul  for dc[cction t)l’ [hc response  in [his region. Care



is lakcn to preserve the relative scale when mcrgirrg  [hc two data sets. This is accomplished by using the system radiomctric

rnwicl, described above.

The last step perforrnccl  to crcatc a final response curve is to extend the region to all wavclcng[hs  for which the MISR

cameras have sensitivity. The radionwtric/  spectral model data arc thus used between 365 and 400 nm, and also from 900 to

1100 nm. Additionally, the peak of the composite array is assigned an absolute transmittance from the model, with the

measured relative response being preserved between 400 and 900 nm.

Once the spectral response functions were measured for each channel, the results were summarized by averaging all spectra

for a given band. These averages arc referred to as the standardized spectral response profiles. Variations in measured in-band

center wavelength across the array were less than 2 nm from value determined from the standardized response profile [2]. The

standardized response profiles are depicted in Figures 3 through 6 for the four MISR bands, respectively. In these figures, the

square-band equivalent response functions are depicted with dashed lines. This is done for the equivalent in-band and total-

band regions. The dashed lines represent the delineation of the in-band versus the out-band region. The in-band center

wavelengths, as shown by the labels, arc 446.3, S57.5, 671.8, and 866.5 nm, with widths of 40.9, 27.2, 20.4, and 38.6 nm.

The integrated out-of-band response is found to vary with spectral channel, being greatest in the NIR channel. The average

response for the four bands was determined to be 1, 2- 3 (depending on the camera), 2, ancl ().8 - 2 %. As the out-of-band

specification was written so as to verify a 170 integrated out-of-band response, it is evident that some channels did not meet

this requirement. For this reason, the standardized spectral response functions arc available to provide an out-of-band correction

to the data for certain Level 2 products (most notably the aerosol and land-surface products, but not the cloud products).

Analysis has shown that the four MISR bands can be used to measure the spectral content of the scene, and provide an accurate

out-of-band correction to the measured radiances [ 1 I].

V. ~EOhlE’t’t+.lC  CAL.[RRATtON

F. Camem  pointing derertttirwtim

To be of value [o the scientific community, MISR’S  36 independent data channels must bc co-registered. l’his ~vill be

accompli  shc’d  on-orbit by the usc of navigation and a[titudc’ dara from (}w s pacccral[,  as well as a camera pointing n)(dcl. I’hls

model is cstablistwd  preflight, and updated as rwcdcd on-orbit. For (Iw prctlight dctcr[nin:~ti(m. an instrument termed the

Collimator Array Tool (CAT) has been used [3]. The C~\l’,  designed and nlanu!acturcd  at JPI., consists 0[ nine small
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collimators, each of which projects a target into a MISR camera at the nominal angles. The CAT registers to three tooling points

on the MISR optical bench so as to provide precise repeatability and thermal isolation. The nine collimator [m-gets arc

illuminated using three quartz-tungsten sources and fiber optic cables. Each collimator target is adjusted to be within 20 arcsec

of the nominal camera angles. A table of deviation permits further refinement. A small integrating sphere resides within the

dome cap on the target assembly. This configuration is used to provide uniform illumination of the target.

The target which is projected into each camera consists of21 illuminated lines. By evaluation of the target projection onto

the focal plane, the camera pointing and rotation angles are determined. Results of CAT testing are given in Table II, and have

indicated: 1 ) that the MISR cameras have been built to their design angles, to within their allowed tolerances; 2) that the

cameras alignments arc such as to provide the required swath overlap of all 36 channels; and 3) that boresigh[  shifts were

insignificant following vibrational testing of the instrument.

G. [)istortiotl  nmppiug

The crosstrack pixel pointing angle relative to the camera borcsight is one of the parameters which is expected not to change

from its ground measurements. This eliminates one set of variables in the camera model, reducing the number of parameters

which must be varied to match the results of ground control point measurements. In order to fully take advantage of this in-

flight pointing calibration the crosstrack pointing angle should be known with the same, or better, accuracy as the ground

control point image. Hence, the goal of the laboratory pixel crosstrack-pointing measurements was set at 1/8 pixel. The entire

error budget for pixel registration is 0.5 pixel.

The crosstrack pixel pointing angle has been determined, for each channel, through a measure of the image distortion. This

is the deviation in field-angle for the illumination of a given pixel, as compared to the geometrically derived field angle:

distortion = 8-CO (14)

Here O is the incident field angle. The angle co is cornputcd as [hc inverse [angent of x divided by EFL, where x is the distance

from the image ccntroid  distance to the borcsight center, and EFL the effective focal length of the camera. Distortion is only

nmasured  in the crx~ss-track  direction. I’hc design shows the distortion is negligible in the down-track direction, as the

down[rack  angle is only 2Yc of the cx[cn[  of the cross-track field-of-view.

Key [o acquiring tbcsc data was a lest-set Lip, where a pinhole objcc[ of knilw’n  Iic!ld angle could bc imaged ontt~ [hc camera

focal plane. The facility asscrnblcd  to pcrftmn dis[(~rti(m m:lpping  is called the C)ptical Characterization Chamber (OCC).  A



xenon lamp source external to this chamber Iccds a chamber-internal target wheel. At the target wheel a pinhole is selected

according to the focal length of the camera under test. The source  is spectrally filtered to match the in-band color of the array

being illuminated. The pinhole target is at the focus of a collimator, allowing the camera to image the pinhole which produces

a subpixel  Airy disk when well focused. The camera is attached to a two-axis gimbal and this pinhole image can be scanned

across the focal plane in either the downtrack or crosstrack directions. After data acquisition Ihe data are fitted to a fifth-order

polynomial, giving the tangent of the field angle as a function of pixel number. The fit of the data to the polynomial verified to

be between l/10th and l/20th of a pixel. Such a plot is shown in Figure 7, for the An camera, Red Band. The distortion was

measured at O, 5, and 10° C, and found to bc small (less than a pixel for most field points) and relatively insensitive to

temperature.

In addition to distortion, the OCC facility was used to measure boresight pixel (defined here as the pixel which is

illuminated when the field angle is perpendicular to the camera head flange), modulation transfer function (MTF), point-spread

function (PSF) and the effective focal length (EFL) of the camera under test.

H. Point-spread function

The 3’%.  absolute radiometric requirement ( 10, at full scale) specified for MISR applies to the accuracy of measuring

radiance for a spatially homogeneous target. MISR additionally has specifications for radiometric accuracy over targets which

have contrast variations across the swath. The specifications are that there must be no more than a 2% radiornctric  error, when

radiance is measured over each of two targets. The first case considers radiance at 8 pixels-distance from an ocean-cloud

bcwndary  (specified as a scene composed of two half-planes of 5% and 100% reflectance, respectively); the second case

considers radiance in the center of a 24 x 24 pixel lake, placed in the middle of a land target (specified as a scene with a

background rcllectance of 50%; and lake rctlectance  of 5% ).

In verifying this specification, it was decided [hat the cameras point-spread function (PSF, or response to a poin[  source

object) would be rncasured. The PSF could then bc convolved with the targets to be verified, to see if blurring is sufficient to

reduce  the radiome[ric  accuracy. Following this procedure, it was determined that the radiometry for the ocean/ cloud [argct

was accurate, but that the spccitlcation  was not nwt for the lake sccnc.  As a conscqucrrcc of this study, the measured PSF data

have been made available within the ARP and will hc used to prt)vidc image contrast  enhancement to the M[SR cia[a as part of

the standwd  processing.
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The PSF functions have a h:ilf width several pixels across, as shown in Figure 8. The observed PSF was Iargcr than that

prcdictcd  from physical optics (i.e. the Airy disk predicted from diffraction). This has been attributed to scattering bc[wccn  the

focal plane detectors and filter [ 18].

IX. S U M M A R Y

The primary calibration experiments have been described in the above sections. Additionally, many pcrfomlance

verifications were conducted during preflight testing, as summarized in the Table 111. The design was shown to be verified in

terms of MTF, EFL, detector response uniformity (among a local collection of pixels), and polarization. Saturation blooming

was noted, across a line array.

For the generation of MISR data products, a sophisticated data quality assessment algorithm will identify all pixels which

are radiometrically affected by saturation, or other specification errors. Pixels for which the specifications fail will not be used

in science data product generation. C)thcr data quality checks arc for detector failures (e.g., poor signal-to-noise), or for pixels

which have a low DN when the data line has an atypically high average DN. The latter is tracked, as at high illumination levels

it is noted that there is an uncertainty in the measured video offset, as determined by sampling the overclock pixels. This

uncertainty is small (-25 DN for an average DN of 12,000 for the line), and therefore will seldom be problematic.

The MISR cameras have been calibrated and tested to clcmanding specifications. Care in the development of the test

configurations and analysis tools were needed in order to meet this challenge. Exceptions to the specification verifications are

mostly inconsequential, and include a spectrally integrated out-of-band response of three percent, for one spectral channel, in

contrast to the challenging requirement of a one percent out-of-band response. Additionally, a finite point-spread function was

measured, attributed to a low-level of scattering between each CCD array and its associated spectral filter. This is thought to

violate a requirement which states that scattering must be sufficiently low so as [o produce accurate radiometry even for a high

contrast scene, such as that of a dark Iakc surface surrounded by a bright land mass. Although corrections are not needed for

most scene types, it is found that the calibration data are of sufficient quality to provide data conditioning, as needed, to correct

for the out-of-band response, and to provide image contrast cnhanccmcn[. With these tools MISR is able to meet even its mos[

challenging performance specifications.
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TABLE I
ct{ANNEL  AVERAGE[) GAIN RESPONSE (W M-’yM”’SR-’/DN).  CAMERAS AR[, I) ESIGNATED  FROM A THROUGH D SPANNING A RANGE  OF VIE,W

ANGLF.S FROM  NADIR TO 70.5°  FORWARD (f) AND AE-TWARD  (ii) OF NADIR (n)

T

— ——
G1

Camera
Band 1 / Blue Band 2 / Green Band 3 / Red Band 4 / NIR

Df

Cf

Bf

Af

An

Aa

Ba

Ca

Da
i

23.7 23.5

23,2 24.1

23.7 22.6

23.4 23.6

20.9 21.9

23.2 24.3

26.1 23.8

23.0 23.1

23.1 22.8

28.1 44, I

29,5

29,5

29.3

30.2

28.9

27.5

27.9

27.S

45.0

45.7

43.8

43.7

42.7

47.9

44.7

42,4



TABLE  II
C A M E R A  P O I N T I N G  S U M M A R Y

Camera

Df

Cf

Bf

Af

An

Aa

Ba

Ca

Da

Specified camera pointing angles and tolerances As-built versus specified pointing angle difference

Boresight Angle (~) (10.2°) Offset Angle (6) (+0.2°) Boresight Angle (~) Offset Angle (5) )

+58.0° -2.7°

+51 .2° -2.3°

+40.0° -1.7°

+23.3° -1.00

0.OO 0.OO

-23.3° + 1.00

-40.0° +1.7°

-51.2° +2.3°

-58.0° +2.7°
—.—

.——
-0.12° -0.10°

0.03° -0.09°

0.03° 0.OOO

-O.O1° 0.07°

-O.O1° 0.010

-O.O1° -0.07°

-0.02° -0.06°

-0.07° 0.09°

-O.O1° 0.03°

22



TABLE Ill
1%. RiORMANCL TtsT[Nc suMhfARy

. ——

Parameter Spccificatiorr Performance

‘Modulation Transfer Function (MTF) 0.24 at 23.8 cycles per mm, Verified,
beginning of life

Effective focal length (EFL) 59.3 (A) 58.90 (Af), 58.90 (An), 59.03 (Aa)
73.4 (B) 73.02 (Bf), 73.00 (Ba)
95.3 (c) 95,34 (Cf), 95.32 (Ca)
123.8 (f)) mm. 123.67 (lIf),  123.65 (Da)

These values are within the manufacture tolerance
specification.

Saturation blooming Radiometric  eflkcts negligible Saturation blooming evident some 30 pixels away
eight pixels distance from from the saturated pixel.
saturated pixel.

Local uniformity 3% standard deviation among Majority pass with <1% deviation, Nine pixel sets
consecutive four pixels have >10% response deviation, out of 13,000

possible sets.

Polarization insensitivity +Iyo Veritied, Lyot depolarizer/ gaussian filter
combination effective.

.
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Fig. 1. Racliometric calibration layout

Fig. 2. Saturation values pcr channel and field-angle.

Fig. 3. Standardized Spectral Response Function for the Blue Band.

Fig. 4. Standardized Spectral Response Function for the Green Band.

Fig. 5. Standardized Spectral Response Function for the Red Band.

Fig. 6. Standardized Spectral Response Function for the Near Infrared Band

Fig. 7. Distortion map for the An camera, Red Band.

Fig. 8. PSF for the Nadir Camera (An), Red Band.

CAROL BRUEGGE>  M[S~ tWE1.AUNCtl  lNS’1’RUhlENT  CA[.lt{RATION  ANI) CtlAKACTERIZATI[)N  RESULTS



● 65”s h e r e

[

● 30X 1“ exit ort
8● 4’ working istance

I EF+ ~:fe~c-oiler
-L---VA ● 12“ external

h sphere with
~ variable apertureWI

Vacuum
chamber

supplies

I I

/“ \.. —

CAROL BkUEKGE,  MISR  PRELAUNCII  INSTRUMENT CALIBRATION AND CIIARACI”ERIZATK)N  IWSLILTS



1 0 0 0 . 0 0 f“

I 0 0 0 0 ,

1 0 . 0 0

1

B a n d  We;ghted  Salor  lrrod~once  Profile,  EokSAb, B o n d  1 ,  Fllue
~-- —--– .~.  –.,. .- r,,, ,. r,.,...., r

h1––1
1 - 1 - ,

1$

1;
1,

E x o - A t m o s p h e r i c  Solar  Irradoncc
Moments  Analysis

E
,,,.

0,0  ,,6, 1 8 6 7 . 3  ( W  m-’  pm.’)

A m.,  olo,,  b ,,,, 4 4 7 . 5  nm

AA 6 9 . 5  n m
~ www”4.

0,0 1 8 7 1 . 3  ( W  m-’  WI-’)
A ““’”-W”4:  4 4 6  3  nmm,s.  (., r,b

AA “dm”wo”: 4 0 . 9  n m
m,s’m,,  b

400 600 800 1000
W a v e l e n g t h  ( r i m )

Bond Weighted Solar Irrodionce
looooo~  -T ------ r r I r r

Profile, EokSA,b, Bond 2, Green
-, r“-’ 1’
E x e – A t m o s p h e r i c  Solor  Irrodo.  ce
M o m e n t s  Anolysis
~ ,,,.

0,0 ,,d 1 8 4 2 . 5  ( W  m-] #m-’)

A 5 5 7 . 8  n m
‘,’”*  ’,’ sid.

Al 7 4 . 5  n m
~ ‘-4?$  %%;.

o,b ,,d,,n:kfi,  1 8 5 1 . 3  ( W  m,-’ pm’)
5 5 7 . 5  nrn

k:::,:”+ 2 7 . 2  n m

loa 00 ,--
1
II 1:
I I I
I I 1;
11 I

1000 ,--
!1 1;
I I 1

1“
.I.  .r

I “1
,:1

1 ’11;
Ill
Ill;
Ill

0 1 0 ,
Ill;
Ill
Ill:
Ill
Ill: /-
Ill
11!’

0 0 1 ..--. L.–--,  – t .l. lL 1.’1 L L L

A
400 600 800 1 0 0 0

Wove!  enqth  ( r im)

—

—

—

—

3

CAROL BRUEGGE, MISR ~~ELAuNct[  msmuhmw CALltIRATK)N  ANI)  cwARAcmRmm(m  ~MllLTS



1000 0( “r
B o n d  W e i g h t e d  Solor  If fodioflce  Pfofile,  EO,S,,,,  Bond 3, Red, . . –,– r - – r-rrr i’f--’-l’

100 0(

100(

1 .0(

0 . 1 (

0.01

100.00 z

h-
1,

I I
1 11

11,1
II’
11,1
11,1
1 1 , ’
11,1

’111
:1,1

E x o - A t m o s p h e r e  Solo, Irrod, oncc

M~;,ents  A~o!ysis
E 0,0 ,,, 1 5 2 4 . 2  ( W  m-’  pm-’)

A 6 6 9 . 5  n m
-,’”’0”  .k

w .$ \om;  : 9 1 . 9  n m
~ 4?%”:

0,0 1 5 2 5 . 0  ( W  m “ ’  pm-’)

A ““’””m”d:  6 7 1 . 8  n m
‘.””b’,b  s,,,,”  –b-md.  ~o,4  “ m

AA m,,  o,a,, b

.}../ ,.:...,...\l  . ..+

400 600 800 1000
W a v e l e n g t h  ( r i m )

t
10.00 1

B o n d  W e i g h t e d  Solor  lrrad~once  Profile,  EO,S,,,, Bond ~ NIR
looo.oof~-

, , _.T —— –— —
r

- -  - —T —–- --  -T——,—– -__T:_ r
E x e - A t m o s p h e r i c  Solor Irrodionce
M o m e n t s  Anolysis

E
,,,.

O,b ,,4, 9 7 7 . 8  ( W  ml”’ pm”’)

A 8 5 7 . 8  n m
‘,’d”’b  si..

m 1 8 4 . 2  nm
w?’% ,% “;

E . . . 9 6 9  6  ( W  m-’  pm-’)

A ““’”:0”-”:  8 6 6 . 5  n m
‘,’d”’,  b SId,!n-b.”d.  ~8 ~ ““,

AA “I,,. !.,,,

t

—

(’lr - ,

l--––
_l_ l - - - -

1 1

I

~h‘1;1 .00-- ~~ ~~ !

,1

‘1

0 1 0
I

0 0 1 l..  LiL lIL.  JI1

4 0 0 6 0 0 800
Wo.e:ength  ( r i m )

1
!
I
1
!

b

1)
1
I
1
1
I
1
1
I
I
I
1
1
1
I
1
I
I
I

1

1

I

1

I ‘!
1 3 0 0

C A R O L  BWKW,  M[SR PRE1.AIJNCt[ lNSTRUhlI:NT  CAL[flRATK)N  AN[)  CIIARACTERIZAT1ON  RESLILTS



1,5
C a m e r a :  A n ;  B o n d :  3 /  R e d

E“

-————-————— .- ——r ——– — ,—. -– ——. —- —. -.-s

1.0

4

.l.o~. ---~

200 400 60Q 800 1000 1200 1400

p;..!

C A R O L  BRLJEGGE,  MlSt? PR[:l.AUNCII  INSTKUNIENT  C’ALl~RATloN  ANI) CtlARACTERIZAT’K)N  RESLJLTS



\\ .,.:,
*)1

,,. . . ,:,,
*

. . . . . .$.,,. ..,, .,,m..,, .,. . . . .,. .,;

I
. . . .. ,,. .,*. . .,. ,, .,.,,, ..,.. .m.,,

.’ ., ,’ ,,,

&iiii &
~*.lu-l LLLLLt  LulL. L.wlLL, LL*u.

o

l-f-l
o

0
0

m
o

0
r-

J!fq uopmJ?xJ

o
. .

‘Q,, ~~,
,,..,..:. .‘.

‘y Ii@. . .. ,.

‘. .- -.
. .. ,,.
@-., ..,, ,,.,,, .
L*., .,..,,,, ,.,,,, :,,,
@Kl.,, .,.,..,, ...,. . ,. .. . . .

,- ..,,
. . . . . . . . .

, ~~~+

1 1 1,,MLU ,, UILL,  L ULLLLL*L *, L,LLLU LLLLLk Lu ,,, LLLLLL !LLILLLJ

doc):oclo or-. u)m mm - 0. . . . .
r—-r  .-r r..

)!uH[ uo!lum)ns

o

m
0.

0
0

Ln

6

0

I

-+
-u
c

C8

m]mr~rrm7rr7~.rrrt,T,  [r, r,rrrrr[rrnm‘r a-f’... ~,,,,. . . . . . . . . . >... . . . . . .,, ’,..  ,.~.

“’@p@l*
. . . . . . .. . . . . . . . ..:- .,.
2$$X. . . . . . ..,.,,,, ,,, .,,, ,,, .

.,, ,,,,,, ,,,,.,
%
... ,.,. . . .

%@,.. ,. .,,,,, ,,,, ,,,,. ,.,. .
,X$@.. ;:,,’,’

. . .,.,,,  . ,,

.o’j&?&j
.,. ,: ’..:.

. .

~ . . . ..”..’”.’..&
.LLUhUWLLLLL.UU~ UtiWLIL,W~-diLL,U,

0

In
o

0
0

Ln
o

0

000: :00 0
r.co  u-) c-x - o. . . . . . .-— ----– -r - - -  - -

3!uI!1  uogwn]~s

~:-
... .,.

‘+,, g]
,’ ,, :,.’,.,,, ..,,,.~m,,,.,, ,., .,
%&&.,, ,,.., .,,.:, ::
&ii@@,, :::::
,’:  ..,,,  ,.
,,,  ,,.  ,,

d~a@. . . . . .,,... ,.. ,

,.+ *

000:30 c1 o
r. LoLn r-+ - o. . . . . .
-–-r - - - -  .-–

I

0

U-)
0

0
0

LC
0

0

I

~AfWL  BRUEGGE, MISFl PRE1.AUNCI1  INSIRUNII:NT  CALIHRAT1ON  ANI)  Ctl Al< ACl[;RIZ-\l’loN RESL1l._IS



ARP porometer

‘“”~
J

0.8 “

0.6 -

0.4 “

0.2 -

0.0 —-1--------.,
o 10 20 30 4 0 5 0

sompla

cAROL BKUEG~E,  MISR pRE1,AUN~tl  IN\l~~JIMENT  ~A1,l~~ATloN  AN[J C} IARACTERIZATION  R~suL.1’s



Carol J. (Kastner)  Bruegge rcccivecl BA and MS degrees in Applied Physics at the University of California, San Diego, in

1978, and MS and Ph.D. dcgrccs in Optical Sciences at the University of Arizona, Tucson, in 1985. Hcr cxpcricncc is in the areas

of terrestrial remote sensing, calibration of remote sensing sensors, radiative transfer, and usc of ground-truth measurements for

validation and calibration of airborne or in-orbit sensors and sensor data. Presently employed by JPL, shc serves as the Instrument

Scientist for the Earth Observing System (EOS)/ Multi-angle Imaging SpcctroRadiometer (M ISR).  Additionally, she has provided

support in the absolute radiometric calibration of the Landsat Thematic Mapper, and other airborne and spaceborne instruments.

She has been a Principal Investigator in the First International Satellite Land Surface Climatology Program (ISLSCP) Field

Experiment (FIFE), a ground-truth hydrology experiment conducted from 1987 through 1989.

Valerie G. Duval  graduated from New Mexico State University in 1981 with a B.S. degree in Physics. She immediately joined

JPL after graduation and worked on the development of SWIR HgCdTe detector arrays for imaging spectrometer instruments. She

also provided system analysis and engineering for imaging spectrometer instrumentation. In 1990 she joined the MISR team as

calibration engineer and completed that effort in 1996. She is currently supervisor of the detector and sensor system prototyping

group at JPL.

Nadine I.. Chrien received her B.S. in engineering in the field of systems science from the School of Engineering and Applied

Sciences at the University of California, Los Angeles, and her M.S. degree in optical sciences from the University of Arizona.

Presently employed at JPL, she serves as System Analyst for MISR and is currently working as part of the MISR In-Flight

Radiometric  Calibration and Characterization team on algorithm development, Prior to her work on MISR she worked on the Mars

Observer Pressure Modulator Infrared Radiometer (PMIRR) alignment, target simulator and calibration monoctummator  systems.

Robert Korechoff received his B. S., M. S., and Ph.D. in physics from the University of California, Los Angeles. He is currently

a Technical Group Leader in the Space Instruments Implementation Section at JPL. Prior to his work on MISR, he was the optical

systems engineer on the second generation Wide Field/Planetary Camera for the Hubble Space I’elescopc.  Presently, Dr. Korcchoft’

holds that same position for the Space Interfcromctry  Mission. Before joining JPL, Dr. Korcchoff was a member of the technical

staff’ at Pacific-Sierra Research Corporation and the Hughes Aircraft Company.

Barbara J. Gaitley  received hcr B.A. and M.S. degrees in mathematics from California State University, Nor[hridgc. SIN is

curren[ly doing data analysis and software dcvclopmcnt for field instruments used in MISR validation and vicarious calibration at

JP1.. She also processed and sumn~ari/.eti  MISR camera prefligh[  calibration data. Previous ~Ork  CXfKt_lc’WC  inL’!Ud~S  algorithm

dcvcl~)pnwnt, parameter studies, data aIlilly SiS, and software dcvelopnwnt in pri~fatc industry.

li;[:E  TRANSACTI O NS ON IGEOSCl~N~~ ANIJ ~f:~lor[;  SENSING. SLJSI.MIT-IEI)  0(”1 OBER  1997.



●

Eric B. Hochberg is currently working at the Jet Propulsion Laboratory in Pasadena, CA on optical metrologies for testing

and characterization of a variety of astronomical and earth-remote-sensing instruments. Prior to JE’L,  he worked on many laser,

image processing, fiber optic and holographic systems at the Xerox Corporation. He received his BS in optical engineering from

the University of Rochester in 1976, and has five patents.


